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Abstract—Recently, wireless sensor networks are gaining a lot
of attention due to the availability of various low cost sensor
devices. For example, Wireless Multimedia Sensor Networks
(WMSNs) have lot of new potential applications in different
domains including, environmental monitoring, home automation,
tracking, health care, just to name a few. Another example is
the Body Area Networks (BANs), where different sensors are
attached with the patient’s body. However, these sensor networks
also bring several challenges, such as they are resource constraint,
requires application specific QoS requirements, high bandwidth
demands, and resistance to interference. In this paper, we argue
that wireless sensor nodes with cognitive radio capability, to-
gether with channel bonding, can help to address these challenges.
In this perspective, we discuss cognitive radio wireless sensor
network for hospital environment as a case study. We then
discuss the way of spectrum characterization and criteria for
channel bonding in such networks. Finally, we highlight issues
and challenges, which provides the basis to develop algorithms
and protocols for the future cognitive radio wireless sensor
network deployments in different application scenarios.
Index Terms—Cognitive radio wireless sensor networks, wire-
less multimedia sensor networks, adjacent-channel interference,
channel bonding.
I. INTRODUCTION
Wireless Multimedia Sensor Network (WMSN) [1] is an
emerging technology and gaining a lot of attention by the
researchers and industry. This is due to the availability of low
cost sensor devices. Moreover, WMSN have a lot of new po-
tential applications, such as, environmental monitoring, home
automation, tracking, surveillance, and hospital environment
applications [2]. However, there are several challenges in the
practicability of WMSN and their performance is suffered
by resource constrained wireless sensor nodes.. For instance,
wireless multimedia sensor nodes require application specific
QoS requirements, and high bandwidth demands. Another
example is of Wireless Body Area Networks (BANs), which
are prone to interference (cf. Section II).
In this paper, we argue that wireless sensor nodes with cog-
nitive radio capability, i.e., Cognitive Radio Wireless Sensor
Networks (CRWSNs) [3] can help to address these challenges.
Additionally, channel bonding can further satisfy the band-
width requirements of sensor nodes. In fact, in channel bond-
ing, a set of contiguous non-overlapping channels are bonded
This work is part of the project entitled “Wireless Sensor Networks
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together to create a single bonded broadband channel. This
results in large aggregated bandwidth, increase in the packet
transmission rate, and the better satisfaction of the nodes
bandwidth requirements [4]. Note that channel bonding [5] and
channel aggregation [6] are two different concepts. In channel
aggregation, aggregated channels need not to be contiguous
as in the case of channel bonding. Channel aggregation need
higher complexity and cost because of sophisticated channel
management, scheduling, and load balancing.
In traditional wireless networks, channel bonding has been
used for load balancing [4] and QoS provisioning [7]. The
current draft version of IEEE 802.11n also discusses channel
bonding in both the 2.4GHz and 5GHz spectrum, where
two 20MHz channels are bonded into one 40MHz channel
to improve transmission rates [8]. However, aforementioned
techniques can not be directly applied to CRWSNs. This is
due to the constraints imposed by Primary Radio (PR) nodes
such as the time varying PR occupancy [9]. Moreover, for
successful reception of data packets, the CRWS sender and re-
ceiver nodes are required to bond the same frequency channels.
Thus, intelligent channel bonding techniques are required in
CRWSNs that keeps into account the PR occupancy, cause less
interference to PR nodes, and tune the CRWS sender/receiver
nodes to the same bonded channels.
In this paper, our goal is to provide a clear picture of
the potentials of channel bonding in cognitive radio wireless
sensor networks. Furthermore, we also want to discuss how
to minimize interference to PR nodes and satisfy the wire-
less sensor nodes’ bandwidth requirement by equipping the
wireless sensor nodes with cognitive radio capability. In this
perspective, we first consider a cognitive radio wireless sensor
network for hospital environment as a case study. Second, we
describe the architecture and functionality of cognitive radio
wireless sensor network in hospital environment. Third, we
discuss the way of spectrum characterization and criteria for
channel bonding in CRWSNs. And finally, we highlight issues
and challenges, which provides the basis to develop algorithms
and protocols for the future cognitive radio wireless sensor
network deployments in different application scenarios.
The remainder of this paper is organized as follows: Sec-
tion II discusses the CRWSN for hospital environment as a
case study. In section III, we discuss channel bonding charac-
terization. Issues and challenges are discussed in section IV,
and finally, section V concludes the paper.
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II. COGNITIVE RADIO WIRELESS SENSOR NETWORK FOR
HOSPITAL ENVIRONMENT: A CASE STUDY
In hospital environment, different e-health applications have
been proposed to deliver patient’s data, such as blood pressure,
ECG, temperature, heart rate etc., to the clinical staff. This
data is captured by the wireless sensor devices attached with
the body of the patient, also called Body Area Networks
(BANs) [10]. With the help of this data, doctors will be able
to remotely monitor the patient and it will also helpful in
telemedicine services [11], [12]. Normally, the data transfer
from the patients’ body to the monitoring room is done through
wireless system such as ZigBee.
However, there are two main challenges. First, several over-
lapping wireless systems exists in the hospital environment
besides ZigBee, for e.g., 802.11 b/g/n, telemetry (which oper-
ate on WMTS bands or ISM bands), and Bluetooth [13]. All
these wireless systems operates on the same band as ZigBee
i.e., 2.4 GHz ISM band and overlap with each other. This leads
to harmful interference between the existing wireless systems.
More precisely, in cognitive radio wireless sensor networks,
when CR wireless sensor nodes transmit on channels that
are adjacent to the primary radio bands, it cause harmful
interference to PR nodes [14]. For this reason, during channel
bonding, the information regarding the adjacent channels’
occupancy is crucial in mitigating interference to its adjacent
primary radio nodes [15]. This problem is referred as Adjacent
Channel Interference (ACI) problem [16], [17] in traditional
wireless networks. Keeping this in mind, the Federal Com-
munication Commission (FCC) in IEEE 802.22 standard has
also restricted fixed devices from transmitting on adjacent
channels of the ith active channel. Furthermore, in cognitive
radio wireless sensor networks, the first priority is to protect
the PR nodes, therefore, non-overlapping channels will be used
for communication. In summary, it is essential, but extremely
challenging to consider adjacent channel interference during
channel bonding because of time varying PR occupancy.
Second, wireless communication by wireless sensor de-
vices to the monitoring room may cause harmful interference
to medical devices, which are sensitive to electromagnetic
interference (EMI) caused by the wireless transmissions.
Consequently, the medical devices may start malfunctioning,
which cannot be tolerated due to the sensitivity of medical
environment.
Recently, cognitive radio based architecture has been pro-
posed to deal with the EMI problem in hospital environ-
ment [11], [12]. However, in this architecture, additional
cognitive radio devices are required besides wireless sen-
sor nodes. Moreover, different sensors may have different
bandwidth requirements according to the application. For
example, ECG data provided by the sensors may have high
priority over temperature sensors. In addition, previous ap-
proaches [18], [19] [20] did not consider the adjacent channel
interference problem while performing channel bonding.
Thus, to deal with these issues, we extend the idea
of [11], [12] and propose a Cognitive Radio Wireless Sensor
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Fig. 1. Cognitive Radio Wireless Sensor Network in Hospital Environment
Networks (CRWSNs) [3] architecture (cf. Fig. 1) for hospital
environment. In addition, we propose that the channel assign-
ment should be done in such a manner that it should consider
the PR occupancy on the adjacent channels.
We now describe the system model and assumptions.
A. System Model and Assumptions
We assume single-hop cognitive radio wireless sensor net-
work architecture. In this architecture, cognitive radio access
point (AP) is responsible for continuous spectrum monitoring
of the PR nodes. Moreover, we assume that the AP is not re-
source constrained and is equipped with multiple transceivers.
The AP performs channel characterization, channel assign-
ment, and communicate the channel switching decision to
CRWS nodes periodically.
We consider total N channels in the network. We assume
that the multiple sub-channels can be combined to create
a single bonded channel (cf. Section III). We assume that
cognitive radio wireless sensor nodes are equipped with a
single transceiver, where a single channel can be assigned by
the access point. This single channel is used for transmission
or reception by the cognitive radio wireless sensor nodes. Both,
the cognitive radio access point and cognitive radio wireless
sensor nodes can freely switch to channels. We further assume
that CRWS nodes may have different bandwidth requirements
depending upon the application types.
B. Architecture
Cognitive Radio Wireless Sensor Network for Hospital
Environment is a four-tier architecture tailored to implement
and deploy real cognitive radio wireless sensor network appli-
cations in hospital environments. A general overview of our
framework is depicted in Fig. 1. The building blocks of this
architecture are: (1) Cognitive Radio Wireless Sensor (CRWS)
nodes, (2) Cluster Heads (CHs), Cognitive Radio Access Point
(AP), and (4) Medical Devices.73
In this architecture, we consider medical devices in the
hospital as primary network and their nodes as primary nodes.
Indeed, our objective is to detect on-going communications of
the medical devices in order to protect them and then satisfy
the bandwidth requirements of cognitive radio wireless sensor
nodes. In our proposed architecture, the medical devices are
considered as the Primary Radio (PR) nodes. These PR nodes
have the higher priority to use the channels. In addition, when
any PR transmission is going-on, all the other transmissions
will be halted. We consider that each wireless sensor node is
equipped with cognitive radio capability, which we refer here-
after as Cognitive Radio Wireless Sensor (CRWS) nodes [3].
In order to deal with bandwidth-hungriness problem of CRWS
nodes, we propose to use channel boding.
We now describe individually the functionality of compo-
nents:
C. Functionality
• Cognitive Radio Wireless Sensor (CRWS) Nodes: They
are based on software defined radio. These nodes can
access the AP for channel assignment. They can also
create multi-hop network to reach nearest access point.
• Cluster Heads (CHs): They are cognitive radio wireless
sensor nodes and their responsibility is to coordinate
between cognitive radio access point and cognitive radio
wireless sensor nodes. Cluster heads will help to create
multi-hop network of CRWS nodes. Moreover, the elec-
tion of cluster head can be done locally by using any
appropriate cluster head technique [21].
• Cognitive Radio Access Point (AP): These devices are
responsible for monitoring the spectrum usage by the pri-
mary radio devices. Moreover, they are also responsible
for channel assignment to cognitive radio wireless sensor
nodes based upon their bandwidth requirements.
• Medical Devices: These devices can be Oscilloscope,
ECG etc. They operate on the ISM band and have higher
priority to use the channels.
We now describe channel bonding characterization.
III. CHANNEL BONDING CHARACTERIZATION
The main responsibility of AP is spectrum characterization.
During spectrum characterization, the AP classifies the N
channels into occupied and unoccupied ones. The AP then
characterizes the unoccupied channels into 2 major sub-
categories: (1) interior free channels and (2) border free
channels. These two sub-categories are on the basis of the
location of the i th free channel [15]:
• Interior Free Channel Case: In this case, the i th free
channel is any interior free channel, i.e. i 6= 1 and i 6= N .
This results in four different types of channels based upon
free adjacent channels, i.e. Type I-1, I-2, I-3, and I-4 (cf.
Fig. 2).
• Border Free Channel Case: In this case, the i th free
channel is not any interior free channel and is located
























Fig. 2. Types of channels (Interior Free Channel Case): (a) Type I-1, higher
bandwidth category, (b) Type I-2, higher bandwidth category, (c) Type I-3,














Fig. 3. Types of channels (Border Free Channel Case): (a) Type B-1, lower
bandwidth category, and (b) Type B-2, higher bandwidth category.
results in two different types of channels based upon free
adjacent channels, i.e. Type B-1, and B-2 (cf. Fig. 3).
We divide these six channel types into two sub-categories:
(1) bonded channels category and (2) non-bonded channels
category. In the bonded channels category, we propose to use
channel Type I-1, I-2, I-3 and B-2. While, Type I-4 and B-1
will be treated as non-bonded channels.
After spectrum characterization, the AP will preform the
spectrum assignment. The AP assigns bonded channels i.e.
Type I-1, I-2, I-3, and B-2 channels to CRWS nodes that has
higher bandwidth requirements, while Type I-4 and Type B-
1 channels will be assigned to CRWS nodes that has lower
bandwidth requirements.
We now define the criteria for channel bonding, which
is based on the availability of the number of free adjacent
channels. This criterion will ensure the AP to mitigate the
adjacent channel interference during channel bonding. Type
I-1 channel has no adjacent neighbor channels occupied and
results in three available contiguous non-overlapping channels.
In Type I-1 channel case, the three channels will be bonded
to create a single broadband channel. In Type I-2, I-3 and
B-2 channel case, two contiguous non-overlapping channels
are available. Therefore, these two channels will be bonded to
create a single broadband channel. Finally, Type I-4 and Type
B-1 channels have their adjacent channels occupied. Thus, in
this case, no channel will be bonded and no transmission will
be taken place.
We consider the channels of homogeneous bandwidth. A
channel i with center frequency Fc(i) is shown in Fig. 4(a).74
The bandwidth BWi of channel i can be written as:
BWi = Fe(i) − Fs(i) (1)
where Fs(i), Fe(i) are the starting and ending frequencies
of channel i. The bandwidth of the channel i from the starting
or ending frequency to the center frequency Fc(i) can be
calculated as:
BWc(i) = Fe(i) − Fc(i) = Fc(i) − Fs(i) (2)
where Fs(i), Fe(i), and Fc(i) are the starting, ending and
center frequencies of channel i. We now take the case when
three channels are combined to create a single bonded channel
i.e. Type I channel. The bandwidth of bonded channel i
BW 3
BC(i) (cf. Fig. 4(b)) that bonds the two adjacent channels
(i-1) and (i+1) can be calculated as:
BW
3
BC(i) = Fe(i−1) − Fc(i−1) +GB(i−1)→i + Fe(i) (3)
−Fs(i) +GB(i)→(i+1) + Fc(i+1) − Fs(i+1)
where (i-1) is the prior channel and (i+1) is the posterior
channel of channel i. The symbols Fs(i), Fe(i), and Fc(i) are
the starting, ending and center frequencies. GB(i−1)→i is the
guard band between channel (i-1) and i and GB(i)→(i+1) is
the guard band between channel i and channel (i+1).
In order to avoid adjacent channel interference, we adopt
an straightforward approach, in which the bandwidth of the
bonded channel is increased till the center frequencies of
adjacent channel (i − 1) and (i + 1) (cf. Fig. 4(b)) and the
bandwidth is expressed in Eq. 3. We adopted this approach
primarily because a large guard band is required at the band
edges when performing channel bonding [5]. It is worth
mentioning here that the guard band in between channels can
be reused through channel bonding.
IV. ISSUES AND CHALLENGES
In this section, we discuss the issues and challenges related
with channel bonding in CRWSNs:
• How to conserve the energy of CRWS nodes? CRWS
nodes are energy constrained devices. One challenge is to
investigate the impact of channel bonding on the energy
of CRWS nodes. More precisely, the higher the number
of channels to be bonded, the higher the energy consump-
tion, thus, there is a need to quantify this relationship of
energy consumption vs. number of channels to be bonded.
• How to use channel for bursty traffic? Different types
of CRWS nodes may generate bursty traffic. Thus, it is
important to assign channel opportunistically to CRWS
nodes to increase reliability and to decrease packet losses.
• How often the channel assignment is triggered? In tradi-
tional wireless networks, the channel assignment is often
triggered when a new node join/leave the AP or a new
data flow start by a node. In the context of CRWSNs,
the appearance of PR nodes on the assigned channel may
lead to trigger the channel assignment again. The channel
assignment will become more frequent in the case of
channel bonding, as the probability of PR appearing
Frequency (MHz)
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Fig. 4. An example showing channel bonding (a) when the channels are not
bonded and (b) when three channels are bonded to create a single broadband
bonded channel.
nodes increase with the number of used channels during
channel bonding. The triggering of channel assignment
can be minimized by predicting the PR activity.
• How to select stable free channels during channel bond-
ing? PR nodes can re-appear on the bonded channel.
Consequently, the bonded channel is broken and given
back to PR nodes for transmission. The question is, how
the transmission should be handed over seamlessly to
another bonded channel with the same bandwidth size.
One approach to deal with this problem is to maintain a
pool of bonded channels at the AP. This pool contains
the list of most probable channels for channel bonding
w.r.t. their sizes. E.g., when a bonded channel with 2
sub-channels is broken then the AP select and assigns
the next bonded channel of the same size to the CRWS
node.
Note, if the pool of the bonded channels is already being
used by the neighboring CRWS nodes and no free bonded
channel is available, then CRWS node may use the non-
bonded available channel for communication. However,
this will reduce the data rate of the CRWS node.
• How to achieve maximum capacity gain while causing
less interference to PR nodes? We suggested to increase
the bandwidth till the center frequency of the adjacent
channels. Although, this ensures significant reduction in
PR interference but there would be some capacity losses.
In order to achieve maximum capacity gain while causing
less interference to PR nodes, we have to consider the
tradeoff between the channel separation distance and PR
interference. If the channel separation distance is small,
PR may get interference, while if it is larger, capacity loss
will be there. Thus, we need to quantify this tradeoff.75
• How many channels can be used for Bonding? One
may think to bond as many channels for transmission
but there exists a tradeoff; the higher the number of
bonded channels, the higher is the probability of being
interrupted by PR transmissions. Thus, one approach is
to consider channels with longest remaining idle time for
channel bonding.
• Which type of channels to be used for channel bonding?
In CRWSNs, the available channels can be categorized
into three types: (1) Overlapping, (2) Non-overlapping,
and (3) Partially overlapping. The first priority in CR-
WSNs is to protect the PR nodes, therefore, overlapping
and partially overlapping channels cannot be used for
channel bonding. The only candidate for channel bonding
in CRWSNs is non-overlapping channels (case of ZigBee
Technology). However, the challenge resides in finding
the consecutive non-overlapping idle channels.
• How interference can be handled? In CRWSNs, interfer-
ence can be caused between: (1) CRWS-CRWS nodes,
(2) CRWS-PR nodes, and (3) AP-AP. The interference
between CRWS nodes can be caused when the AP
assigned the channel to the CRWS node whose ith
active channel is already being used by another CRWS
node. The CRWS-PR interference can be caused when
a channel is assigned to CR node whose ith active
channel is already being used by PR node. While, inter-
AP interference can be caused if the same channel is
assigned to the neighboring AP. All these three types of
interference can be handled by employing an intelligent
channel assignment on the AP. For instance, one way to
reduce the CRWS-PR interference by the AP is to select
those channels that have longest remaining idle time.
• Impact of channel bonding on Transmission Range and
Throughput? When two or more channels are bonded
together, the transmission range will vary and it will also
impact the throughput of the wireless nodes. Thus, there
is a need to investigate this issue also.
• How to deal with CRWS nodes occupancy? During
channel assignment, besides PR occupancy, the AP also
requires to consider the CRWS nodes occupancy on the
adjacent channels. Otherwise, the CRWS nodes cause
harmful interference among each other, which may de-
grade the performance of CRWS nodes. In order to deal
with CRWS occupancy, the AP can assign those channels
to CRWS nodes which are non-consecutive.
V. CONCLUSION AND FUTURE WORK
In this paper, we have discussed how wireless sensor nodes
with cognitive radio capability, in conjunction with channel
bonding, can satisfy the cognitive radio wireless sensor nodes’
bandwidth requirements and interference problem. In this
context, we took cognitive radio wireless sensor network for
hospital environment as a case study. We have identified
the working principle and the challenges related with the
deployment of this architecture. Then, we discussed how
the PR occupancy and adjacent-channel interference can be
considered. We have also highlighted issues and challenges in
the deployment of this architecture. We believe that this work
can serve as a basis to build new algorithms and protocols
for cognitive radio wireless sensor networks that can work in
the presence of heterogeneous networks and communications
technologies in different application environments.
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